The pachymeter guide: a new device to facilitate accurate corneal thickness measurement.
A pachymeter guide has been developed to facilitate precise positioning of the ultrasonic pachymeter tip, making corneal thickness measurement much faster and more reproducible. This guide also makes pachymetry more accurate by preventing dehydration of the cornea, avoiding undue pressure on the cornea, and limiting tilting of the pachymeter tip.